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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 
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FOREWORD 

This Indian Stanc'ard was adopted by the Bureau of Indian Standards on 5 January 1990 after the 
draft finalized by the Commercial Weights and Measures Sectional Committee had been approved 
by the Light Mechanical Engineering Division Council. 

This standard is one of a series of Indian Standards relating to commercial weighing instruments. 
This standard was originally published in 1959. This revision is based on the further experience 
gained in manufacture of commercial weighing instruments and other developments in this field. 

In this revision requirements of 5 kg, 500 kg and J COO kg capacity steelyards have been included 
and steelyards of capacity 150 kg and 250 kg have been deleted. 

This standard is intended chiefly to cover the technical provisions relating to steelyards and it does 
not include all the necessary provisions of the contract. 

In the preparation of this standard assistance has been derived from the weights and measures rules 
and acts prevailing in the country. 
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Indian Standard 
STEELYARDS - SPECIFICATION 

( First Revision ) 



1 SCOPE 



1.1 This standard covers the requirements for 
steelyards. 

2 REFERENCES 

2.1 The following Indian Standards are necessary 
adjuncts to this standard: 



Title 

Structural steel ( standard qua- 
lity ) ( fifth revision ) 

General requirements for weigh- 
ing instruments. 



IS No, 

226 : 1975 

1432 : 1959 

3 DEFINITION 

3.1 For the purpose of this standard, a steelyard 
shall mean an unequal armed balance. 

4 CAPACITIES 

4.1 Steelyards shall be of the following capa- 
cities: 

5 Kg. 10 kg, 20 kg, 5Qkg, 100 kg, 200 kg, 
300 kg, 560 kg, aiid 1000 kg. 

5 DESIGN AND CONStkUCtlON 

5.1 The nomenclature and general design of 
st0elyard& shall be as given in Fig. 1. 



5.2 Steelyards shall ba matde of either mild steel 
conforming to IS 226 : 1975 or stainless steel. 

5.3 The steelyard blade shall be perfectly straight 
but its cross-section need not necessarily be uni- 
form throughout. Notches or graduations on 
the blade shall be cut in one plane and at right 
angles to the blade. 

5.4 The design of the sliding poise shall be such 
that the nib remains secure in the notch. 

5.5 Steelyards shall be provided with a stop or 
other suitable arrangement to prevent excessive 
oscillation of the blade. 

5.6 The sliding poise and suspending hooks shall 
be securely attached to the instrument. All end- 
fittings such as the nut attached to prevent the 
poise-carrier riding off the steelyard, shall be 
securely fixed to the blade. The sliding poise 
shall be freely moveable and there shall be a stop 
to prevent it from travelling behind the zero 
mark. Steelyards having counter-poise, or travel- 
ling poise shall be provided with a hole or other 
suitable means for the future adjustment of the 
counter-poise or travelling poise, such hole being 
undercut. Whenever lodse material is used in 
the travelling poise, it shall be securely enclosed. 

5.7 Steelyards shall be neither reversible nor 
have three hooks, and shall not be of counter 
type. 
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Fig. 1 Nomenclature and General Desiok of Steelyard 
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5.8 Steelyards shall be provided with a vertical 
pointer directly above the fulcrum to indicate 
the true equilibrium. 

5.9 If a moveable hook, tray or bucket is used 
it shall form an essential part of the steelyard 
without which it is not possible to balance the 
steelyard. 

6 GENERAL REQUIREMENTS 

6.1 Steelyards shall comply with the general 
requirements specified in IS 1432 : 1959. 



7 TESTS 

7.1 Steelyards shall be tested at full load 
sensitiveness error, and shall comply with 
following requirements given in Table 1: 



for 

the 



a) The test for sensitiveness shall be carried 
out at full load with the steelyard in hori- 
zontal position. The addition of the 
weight specified in col 2 of Table 1 shall 
make the steelyard turn. 

b) The error or the weight, if any, required 
to bring the steelyard to a horizontal 
position when fully loaded shall not exceed 
the limits specified in col 3 of Table 1. 



Table 1 Limits for Sensitiveness and Greatest 
Error for Steelyards 

( Clauses 7 A and 7,2) 



1.1 Each numbered graduation shall be tested 
and the instrument shall be corrected within the 
error specified in col 3 of Table 1, whether 
the test is carried out with increasing or decreas- 
ing loads. 

7.3 The intermediate graduations shall also be 
tested to see that they are correct and are at 
proper distance apart. 



7.4 No test for 
shall be made. 

8 MARKING 



Capacity 


Verification 


Greatest Error Allowed 




Sensitiveness 


in Excess or Deficiency 




When Fully 


When Fully Loaded 


(1) 


(2) 


(3) 


kg 


g 
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T5 


3-8 


10 


5 


7-5 


70 


10 


15 


50 


25 


50 


100 


40 


80 


200 


80 


160 


30O 


120 


240 


500 


200 


400 


1000 


400 


800 



sensitiveness at a lower load 



8.1 All weighing machines shall be prominently, 
legibly and indelibly marked with the indication 
of the source of manufacture, model, capacity 
and class ( wherever applicable ). 

NOTE — The indication of the source of manufac- 
ture shall be such as will not be mistaken for the 
stamp or the seal of the verification authority. 

8.2 Weighing instruments shall have inscribed 
on them their maximum weighing capacity in the 
following manner as may be appropriate: 



*To weigh t' 



'To weigh kg' 



*To weigh g' 

8.3 All numerals appearing on weighing instru- 
ments, beams, steelyards, dials, etc, shall be 
indicated in Hindu- Arabic only. 

9 SEALING 

9.1 Each instrument shall be provided with a 
plug or stud of soft metal on the front face of 
the shoulder of the steelyard for receiving the 
seal or the verification authority. Such a plug 
or stud should be made irremovable by under- 
cutting or by some other suitable method. 



Standard Mark 

The use of the Standard Mark is governed by the provisions of the Bureau of the Indian 
Standards, Act, 1986 and the Rules and Regulations made thereunder. The Standard Mark on 
products covered by an Indian Standard conveys the assurance that they have been produced 
to comply with the requirements of that standard under a well defined system of inspection, 
testing and quality control which is devised and supervised by BIS and operated by the pro- 
ducer. Standard marked products are also continuously checked by BIS for conformity to 
that standard as a further safeguard. Details of conditions under which a licence for the use 
of the Standard Mark may be granted to manufacturers or producers may be obtained from 
the Bureau of Indian Standards. 



Bareau of Indian Standards 

BIS is a statutory institution established under the Bureau of Indian Standards Act, 1986 to promote 
harmonious development of the activities of standardization, marking and quality certification of 
goods and attending to connected matters in the country. 

Copyright 

BIS has the copyright of all its publications. No part of these publications may be reproduced in 
any form without the prior permission in writing of BIS. This does not preclude the free use, in 
the course of implementing the standard, of necessary details, such as symbols and sizes, type or 
grade designations. Enquiries relating to copyright be addressed to the Director ( Publications ), BIS. 

Revision of Indian Standards 

Indian Standards are reviewed periodically and revised, when necessary and amendments, if any, 
are issued from time Jo time. Users of Indian Standards should ascertain that they are in possession 
of the latest amendments or edition. Comments on this Indian Standard may be sent to BIS 
giving the following reference : 

Doc : No. LMD 06 ( 5010 ) 

Amendments Issued Since Pablication 

Amend No. Date of Issue Text Affected 
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